Damage to polymer of paclitaxel-eluting stent.
The polymer of paclitaxel-eluting stents (PES) plays an important role in controlling the release of paclitaxel. Damage to the polymer of a PES that is used in a patient has not been demonstrated, although in-vitro studies report disruption of it. The present case report describes damage to a PES as delivery through a calcified coronary artery was being attempted.